Accidental death due to erroneous intravenous infusion of hypertonic saline solution for hemodialysis.
The case of a continuous hemodialysis patient who died shortly after erroneous infusion with undiluted hypertonic solution is reported. Autopsy showed small parenchymal hemorrhages in all organs. Although producers take measures to prevent such errors by hospital staff, further steps are suggested for types of dialysis requiring reinfusion of large quantities of reinfusion hemodialysis solution.